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LIQUID OXYGEN PORTABLE FILLING PROCEDURE

Portable units are lightweight units with carrying straps or carts that allow the user to travel within the time limits of the oxygen supply. Each portable unit has a maximum time limit it will provide oxygen and this is dependent upon your flowrate and breathing rate. Contact your medical equipment supplier if you have any questions about your unit’s time limits. The user can fill the portable unit, but only your medical equipment provider may fill the stationary unit. This filling procedure is generic and works with most liquid portable units.

1. Clean the fittings on both the stationary and portable units with a clean, dry, lint-free cloth. These fittings must be dry, because moisture can cause your units to freeze together.

2. Turn the portable unit off, flowrate to zero.

3. Position the portable unit in the designated fill area and just above the connector.

4. Lower the portable unit on the stationary unit until you feel the connectors engage.

5. Press firmly on the top of the portable unit, always keeping it in an upright position.

6. While firmly applying pressure to the portable unit, open the portable unit’s vent valve. Your unit will begin filling your portable unit. You should hear some oxygen escaping. This hissing sound you hear is normal and you may also see vapor around the connection, this is also normal.

7. When the hissing sound changes in tone, and some liquid starts to come out of the vent line, your unit is full.

8. Close the valve.

9. After closing the vent, push the portable unit release button until the units separate.

10. You may now check the contents of your portable unit.

CAUTION: If your units are frozen together, do not force their separation. Hold the units together until the frost melts and then re-push the release button. Do not touch any frosted parts. Should there be any liquid leakage from your units after separation, immediately reattach your units. Then separate the units again. If the problem persists, leave units coupled and call your medical equipment provider immediately.

EMERGENCIES: Medical equipment supply companies understand that oxygen services should never be interrupted. They maintain a technician on-call 24 hours a day, 365 days a year. If your equipment fails or your supplies are diminished, call the main store number and leave an emergency message. You should always maintain an adequate supply of oxygen on hand in case of natural disaster or other emergency. Your medical equipment provider will assist you in setting your safety limit.
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