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WALKERS
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PURPOSE: A walker transfers some of the normal functions of the legs and feet to the arms and hands thereby helping a compromised individual remain mobile. The most important of these functions are weight bearing, balance, and stability. Walking aids are designed to give the user added stability and when used properly, increased independence. Your physician has ordered your walking aid for a specific reason. If your physician has given you specific instructions, you must follow them specifically. If you have not seen a therapist or physician, please do so.
TYPES: Walkers come in a variety of styles and sizes, each with a specific purpose. Walkers can come with seats, brakes, baskets, and/or wheels. Make sure you read and understand all manufacturers’ operating instructions. Folding walkers are just as strong as non-folding walkers and have the added convenience of compact storage. Most walkers have a 250-300 pound weight limit. Check with your medical equipment supplier for the specific weight requirements for your walker; heavier duty models are available by special order.
FITTING: A properly fitted walker is adjusted for height when wearing the shoes you will be wearing while walking with the walker. The top of the handgrips should be approximately at the hip joint and the elbows will be slightly bent (20 - 30 degree angle). Another method is to stand (have someone aid you if necessary) with your shoulders squared and your arms hanging naturally while looking straight ahead. A friend or family member should adjust the height of all four walker legs such that the height of the hand grips are slightly above your wrists. DO NOT ATTEMPT THIS BY YOURSELF. Make sure all walker legs are adjusted to the same height.

WHEELS & BRAKES: Walkers have many styles of wheels. Walkers with two wheels are very common and wheels must be in the front position. Walkers with four wheels must have a braking mechanism due to the possibility of losing balance. Braking mechanisms vary in their performance and braking ability, the user must comply fully with manufacturers’ operating procedures. Most medical equipment suppliers maintain many different types of walkers with brakes and brake add-ons.
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USE: If you have received instructions from your physician or therapist follow their instructions carefully. Always have an attendant present who can provide assistance if this is the first time you have used the walker. Your wrists must be straight and firmly grasping the handgrips. Place the back legs of the walker 6-8 inches in front of your toes. Your first step should be even with the back two legs of the walker, followed by a second step into the middle of the walker. The walker is then moved forward, stepping through the walker last (exactly the same as a normal walk). The feet do not meet side by side unless stopping for a reason. DO NOT step all the way into the front of the walker frame as this may cause a loss of balance or tendency to fall forward. If your walker has a seat, the brake must be fully engaged when utilizing the seat. If your walker is the folding type, make sure you are familiar with the process of folding and unfolding the walker. Make sure the walker is locked open before using.

If you have use of only one arm and hand, a Hemi-Walker may have been ordered. This walker has a center handle that may be set for right or left handed use if you have wheel attachments on your walker. EXTREME CAUTION MUST BE EXERCISED to ensure the walker does not roll away from you causing a fall and/or injury.

Crutch attachments are sometimes ordered for individuals with impaired use of hands or forearms. They can be installed on either or both sides
MAINTENANCE: The rubber tips and wheels on your walker are very important and you should inspect them regularly. Worn or damaged tips and wheels must be replaced immediately. Medical supply companies maintain a wide variety of walker tips and wheels that are inexpensive. The handgrips should be checked for movement or slippage, if applicable, on a regular basis and replaced if damaged. Braking mechanisms should be checked for braking ability at least monthly. You may wash the unit with a mild detergent.
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